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The  Maximum -Mirumum  Shift  Method  for  Measuring  Complex 
Dielectric  Constants  and  Permeabilities 


by 

Ronold  King 

Cruft  Laboratory,  Harvard  University 
Abstract 

An  absolute  method  for  measuring  dielectric  constants  of  solids 
and  liquids  which  ia  described  in  the  literature is  generalized  to 
permit  the  determination  of  both  dielectric  constant  and  permeability 
of  a moderately  low-loss  solid  or  fluid  medium.  The  method  is  abso- 
lute in  the  sense  that  only  measurements  of  length  are  required  to  de- 
termine €j.  andp^.  A special  feature  is  the  fact,  that  and  are  each 
determined  under  conditions  of  maximum  sensitivity.  The  determination 
of  losses  involving  complex  dielectric  constants  and  permeabilities  is 
also  described . 


Introduction 

The  maximum -minimum  shi.^'t  method  is  a simple,  direct  pro- 
cedure for  the  simultaneous  determination  of  both  the  relative  dielec- 
tric constant,  c and  the  relative  permeability,  of  a slab  of  material 
of  convenient  thickness  inserted  in  a coaxial  or  other  transmission  line  . 
In  its  original  form^’^  it  was  described  only  for  measuring  the  relative 
dielectric  constant.  However,  it  is  extended  readily  to  include  the 
simultaneous  determination  of  the  relative  permeability  of  moderately 
low-loss  materials.  These  losses  also  may  be  determined. 

The  fundamental  principle  of  the  method  is  very  simple.  In  effect, 
it  involves  merely  the  successive  measurement  of  the  impedance  of  a sec- 
tion of  transmission  line  when  immersed  in  the  material  under  test  when 
‘erminated  in  an  open  and  a short  circuit.  Since  the  sample  to  be  used 
may  be  chosen  to  be  symmetrical,  it  is  convenient  to  make  use  of  the 
symmetrical  and  anti -symmetrical  combinations  involving  respectively, 
an  open  circuit  and  a short  circuit  in  the  plane  through  the  center  of  the 
slab . 
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Although  it  may  appear  to  be  experimentally  simpHr  to  arrange 
successively  a short  circuit  and  an  open  circuit  at  the  back  surface  of 
a slab  of  material  rather  than  at  its  center,  it  turns  out  that  the  very 
process  of  locating  the  equivalent  of  a short  circuit  and  an  open  circuit 
at  the  center  of  the  sample  constitutes  the  essential  data  recnnred  for  the 
determination  of  both  and 

The  principle  involved  in  locating  open  and  short  circuits  at  the 
center  of  a slab  of  material  of  thickness  d depends  upon  the  fact  that 
the  effect  of  the  slab  in  modifying  the  condition  of  resonance  of  a section  of 
transmission  line  is  extreme  --  either  maximum  or  minimum  *■  when 
the  slab  is  symmetrically  or  auitisymmetrically  located  with  respect  to 
the  current  and  voltage  distribution  patterns.  A location  in  which  a volt- 
age maximum  and  a current  null  are  at  the  center  of  the  slab  is  symmetrical 
with  respect  to  the  voltage  and  antisymmetrical  with  respect  to  the  current. 

It  is  equivalent  to  an  open  circuit  at  the  center.  A location  in  which  a volt- 
age null  and  a current  maxim\xm  are  at  the  center  of  the  slab  is  antisymmet- 
riral  with  respect  to  the  voltage,  symmetrical  with  respect  to  the  current. 

It  is  equivalent  to  a short  circuit  at  the  center.  Actually,  completely  symmet- 
rical distributions  of  current  and  voltage  (in  which  current  or  voltage  nulls 
rather  than  minima  occur  at  the  center  of  the  slab)  are  achieved  only  if 
the  slab  is  itself  exactly  at  the  center  of  a resonant  symmetrical  section  of 
line  that  is  driven  by  identical  generators  loosely  coupled  at  both  ends. 

If  the  generators  are  in  phase,  there  is  a voltage  null  at  the  center  of  the 
slab;  if  they  are  180°  out  of  phase,  there  is  a current  null  at  the  center  of 
the  slab.  In  practice,  the  slab  may  be  placed  with  its  center  at  a voltage 
or  current  maximum  with  sections  of  low-loss  line  on  each  side.  Only  one 
of  these  seortions  need  be  driven  by  a loosely  coupled  generator  if  the 
material  in  the  slab  is  not  highly  dissipative  so  that  the  circuit  as  a 
whole  has  a moderately  high  Q as  indicated  by  the  sharpneRR  of  the  reso- 
nance curves.  The  detector  preferably  is  coupled  to  the  same  section  as 
the  generator. 

Mathematical  Formulation 


The  first  step  in  deriving  the  tangent  relation  upon  which  the  maximum- 
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minimum  shift  method  depends  is  to  compare  the  input  admittance  of  two 
sections  of  highly  conducting  transmission  line.  Of  these  the  first  (Fig.  la) 
has  only  air  (vacuum)  as  the  dielectric  from  the  arbitrarily  located  input 
terminals  at  z'  = 0 to  the  reactive  termination  with  admittance  at 

z'  = s‘.  The  second  section  of  line  (Fig.  lb)  is  immersed  in  a medium  with 
complex  dielectric  factor  and  complex  permeability  from  z'  = 0 to 
z'  = d,  and  in  air  from  z'  -■  d to  z'  = d -fs,  where  it  is  terminated  in  =• 

The  complex  material  parameters  of  the  homogeneous  isOtFO|}i(r medium  are 


js  - p*  ' ju";  <T' 

These  occur  in  the  followi.ng  forms; 


(la) 


9 a t ^ ~ *—  - t \ X - ill  ) ; h — - ■ I — (lb) 

— e <j3  e'  •'  e e ue  cjc’-rt*' 


u r.  p'(l-jh  ) ; h a 
•C.  r-  \ j m p' 


(Ic) 


The  relative  dielectric,  constants  and  permeabilities  are  obtained  from  the 
absolute  values  in  (1),  (2),  and  (3)  by  dividing  by  end  p , respectively. 
Thus, 


‘olr 


U T 


r 


(Id) 


The  effective  conductivity  CT^  includes  ohmic  losses  arising  from  actual 
conduction  in  <r'  and  from  time-lags  in  polarization  in  uc  Time-lags 
in  magnetization  contribute  the  term  in  p".  The  conditions  restricting 
the  medium  to  relatively  low*  losses  are 

h^«l  ; h^«l  (If) 

e m ' ' 

In  the  following  the  subscript  e,  denoting  an  effective  value,  is  omitted  from 

c and  O’ with  the  understanding  its  presence  is  required  if  we”  contribute 

significantly  to  (J  ^ and  a"  contributes  significantly  to  we^  in  (lb).  If  the 

medium  is  a liquid,  retaining  walls  are  required.  These  may  be  ignored 

if  made  of  a material  like  Polyfoam  that  has  .a  relative  dielectric  constant 

and  a relative  permeability  differing  negligibly  from  one.  If  they  are  made 


/ 


I 
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of  a solid  dielectric,  they  may  be  sufficiently  thin  to  permit  thei  r analytical 
representation  as  small  lumped  admittances  Y = jB  = -j<o  C .at  z'  = 0 
and  z'  = d (Fig.  Ic).  In  the  following  the  more  general  problem  involving  a 
I’.quid  enclosed  in  thin,  solid  retairdng  walls  is  formulated  since  the  results 
are  specialized  readily  to  the  simpler  and  more  important  cases  involving 
liquids  with  Polyfoam  walls  or  a solid  dielectric  with  m additional  walls , by 
setting  B =0. 

e>  yf 

The  input  admittance  for  the  section  of  line  in  Fig.  la  is 

Y'  = G*  + jB'  = Y^coth(x8’  + Qlj.)  = -j0^cot(ps'+  ^ (2) 

The  characteristic  admittance  of  the  line  is  Y - G = 1/R  ; the  propagation 

I c c c 

constant  is  V = a + j p.  0;i^  = coth"  (Y,^ / Y ^)  = p.^,  + j f = j $ is  the 
terminal  function  of  for  an  ideal  short  circuit,  = 0.  The  values 

following  the  approximately  equal  sign  in  (1)  and  the  related  definitions 
apply  only  if  the  attenuation  of  the  line  is  neglected  and  the  termination 
is  a pure  reactance. 

The  input  admittance  Y^  of  the  section  of  line  of  length  sinFig.  Icin 
parallel  with  the  lumped  admittance  Y^  = jB^ofthe  right  hand  retaining  wall  is 

Y^  = G^  + JB^  = + Y^coth(p  + e-j.)  = j[Bw  - GcCot(Pe  - (3a) 

The  input  admittance  Y of  the  entire  line  in  Fig.  Ic  is 


Y = G+JB  = Y + Y 

— •'  — w — c 


Y^coth  lid+^^ 


where  Y,=G  ,(l+jd  ,)=G  is  the  characteristic  admittance  and 
-cl  cl  •'cl  c 

propagation  constant  of  the  line  when  immer  sed  in  the 
slab  of  material  medium  between  z - 0 and  z = d. 

The  fundamental  step  in  the  derivation  of  the  desired  equation  is 
to  require  the  lengths  s'  and  s to  be  so  related  that  the  inp-at  susceptances 
B and  B'  are  equal.  Thus, 

B = B'  or  Im  Y = Im  Y'  (4) 


with  the  properties  of  the  dielectric  material  as  represented  by  and 
Z and  its  thickness  d arbitrary. 


L 


^REGION  I ,CT|) 


(c) 


FIG.  I SECTIONS  OF  LINE  WITH  (a)  NO 

DIELECTRIC  SLAB,(b)  SOLID  DIELECTRIC 
SLAB,(c)  FLUID  WITH  SOLID  RETAINING 
WALLS 


L 
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It  is  readily  verified  that,  usins;  (2)  and  (3b)  v/ith  (3a),  (4) 
may  be  transformed  into  the  following  general  equation: 


Re  [ Cj[  coth  (^s' 

+ ftJr.)  - coth(^s  + e^)]  + coth'^s'  + «i!j,)coth(^s  +£Jj.) 

L. 

(5) 

where 

(M 

^2  ' Sr  + j<=2i  " id  ♦ ri  " 

(6b) 

with 

z 

— c 

£c  "IT? 

— c 1 

(7) 

With  these  definitions  of  ^ and  C^,  it  is  the  real  part  of  (5)  that  is  derived 
from  the  susceptance.  Equation  (5)  expresses  the  relationship  between  all 
values  of  s'  and  s for  which  the  input  susceptanccs  of  the  two  sections  (the 
one  of  length  s’  in  air;  the  other  of  length  d in  the  dielectric  or  magnetic 
medium  and  length  s in  air)  are  equal.  In  the  complete  absence  of  the 
material  medium  (d  - 0,  = 0)  the  input  admittances  are  equal  when 

s'  ==  If  A dielectric  or  magnetic  medium  is  present,  d4s  is  taken  to  be 
less  than  s' . 

The  greatest  effect  on  the  input  susceptance  is  produced  by  the 
material  medium  when  it  is  so  situated  that  the  values  of  s'  and  s that 
satisfy  (5)  are  such  that  s'-s  is  a maximum.  Evidently,  with  this  combi- 
nation of  s'  and  s the  circuit  reaches  its  greatest  sensitivity  to  the  re- 
active effect  of  a dielectric  or  magnetic  sample  so  that  it  represents  the 
optimrun  condition  for  the  precise  measurement  of  or  u^.. 

The  particular  forms  of  the  equation  (5)  for  which  s'-s  has  its 
extreme  values  are  obtained  by  setting  the  derivative  of  s'-s  with 
respect  to  s'  equal  to  zero  or,  what  is  equivalent,  by  setting 

Using  standard  formulas, let  (5)  be  transformed  into  the  following 
equivalent  expression; 
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[ ^+^2  ^-52  1 

R.e  ( 8inhY(3'-s) + (-^-^)c08h]^(8’-8)  •!>{ — j— =) cosh  [^(8'+s)  + 20||j,]  > =0  (9) 

>« 

If  (9)  is  differentiated  with  respect  to  s'  and  (8)  is  imposed,  the  following 
condition  is  obtained; 

(C^  - l)8inh[Y_(8»+  8)  + 2a^]  = 0 (10) 

Since  is  not  equal  to  unity  in  general,  (10)  is  equivalent  to  the  following: 

sinh[  Q(s’+8)+2p,j,]  cos[p(8’+s)+2  +j  cosh[  a(8*+s)+2p,j,]  sin[  p(s'+8)+2^^]  =0 

(11) 

where  only  the  imaginary  part  is  relevant  for  the  condition  (4).  This  part 
of  (11)  is  satisfied  when 

P(8’+s)  + 2 -iHj.  = kir,  k = 0,1,2..  . . (12) 

Using  (12)  in  (9),  the  following  equation  is  obtained  for  the  mcocimum  and 
minimum  values  of  (8*-s)  (indicated  by  the  subscript  m): 


Cj.  8inp(s* -s)^  T-2(l4C2j.)ccs«(a' -3)^  + i(l-Cj^>  = 0 


(13a) 


where  the  upper  sign  is  for  k even,  the  lower  sign  for  k odd  in  (12), 
and  where  and  C^j.  are  the  imaginary  part  of  and  the  real  part  of 
C^.  respectively.  In  deriving  (13a)  it  is  assumed  that  the  following 
inequalities  are  good  approximations: 


]Cii  |»  je^iOXs'  - 8)!  _ (13b) 

[a(s’  + 8)  + p.j.]^«l  (13c) 

The  first  of  these  conditions  implies  that  the  distortion  factor  ^ , in  the 

cl 

characteristic  impedance  Z . = R ,(l-j^  ,)  of  the  dielectric  sample  is 
^ —Cl  Ci  c* 

quite  small,  the  second  that  the  line  outside  the  dielectric  medium  has  low 
)os8.es.  Conditions  essentially  equivalent  to  these  are  imposed  in  (18). 

£quation  (13a)  is  transformed  readily  into  the  following  two  equations: 

cot^A  + 2C^  cot  A - j,  = 0 ; k even  in  (12)  (14a) 


I 
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tan  A - ZC^j^tan  ^ ~ ^2r  ~ ^ 


k odd  in  (12) 


(14b) 


where  the  notation 


A ilip(8'-8)^  =|p(d  +S^)  (15) 

i8  introduced.  In  (15)  S i8  the  inaximurn  or  minimum  8hift  in  the  po8i- 
tfon  of  the  termination  when  adjueted  for  resonance  eucceaeively  without 
and  with  the  material  medium.  The  ahift  S ia  shown  in  Fig.  1.  The  solutions 
of  (14a)  and  (14b)  are  ^ 

cotA  =-  C^.  + V Cf.  + (16) 


tanA  = C^.  +V  Cjj  + (17) 

where,  for  '.=  A=  P(s'-8)  positive  and  less  than  w,  only  the  upper  signs 
are  relevant.  The  complex  constants^  = 4 and  ^ = ^Zt  *^^2i 

are  defined  in  (6a, b).  Although  the  real  £md  imaginary  parts  of  ^ and 
C2  are  separable  in  general  without  restricting  the  properties  of  the 
material  in  the  slab  vuider  investigation,  resonance  curves  are  sharp  pnly 
for  materials  that  are  not  very  good  conductors.  Accordingly,  it  is  con- 
venient to  obtain  the  simpler  formulas  which  apply  to  samples  of  mode- 
rately low  effective  conductivity.  This  is  in  agreement  with  the  conditions 
(If).  Therefore,  let  the  following  restrictions  be  imposed  on  the  propagation 
constant  + jPj^  and  the  characteristic  impedance  ( 1-j^^j^): 

(Ojd)2«  1 ; (^)^«  1 ; ' (18) 


Subject  to  these  conditions. 


coth  d = -jcot  Pjjd  +o^dc8c  p^d 


provided  the  additional  requirement. 


tan^Pj^d  >>  o^d‘ 


is  satisfied.  With  (18)  and  (7)  it  follows  that 


L 
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= r (1  ; r = 


cl 


(ji  r cl  c 


(21) 


where  and  are  tlhe  relative  dielectric  constant  and  permeability  of 
the  material  medium,  Note  that 


pj  = np  ; n = V (22) 

where  n is  the  index  of  refraction.  In  a nonmagnetic  dielectric  material 
= 1,  r^  =n  = Vc^;  in  a nondielectric  magnetic  material  1,  r^=  1/  Vp^=  1/n. 

With  (18)  through  (22)  it  follows  from  (7a, b)  that 


^ ®w®-c  ■ 

C,  = r^  + 2r  B R cotnpd  - B^R^  (24) 

2rc  cwc  ^ wc 

so  that 


-=li  + " 

C,j  Cfj  t C,,  = 4 

If  (25)  and  (26)  are  substituted  in  (16)  and  (17)  these 
as  follows 


^ cot npd  (25) 

tan-^npd  (26) 

mf.y  be  expressed 


cot  + B^R^  - r^cot  npd  ; k even  in  (12)  (27a) 

tan  A - B R = r tan -^npd  ; k odd  in  (12)  (27b) 

V W C C M 

It  is  readily  verified  that  the  condition  (12),  p(s'  +s)  -f  2Kp  - kir. 

1 , ^ 

k - 0,1,2,.  . . . , assures  that  the  extreme  values  n.  =.  — . and 
^ \ C0  mi 

A^  = -^P(s-s')^^, occur  when  the  current  and  voltage  distribution  patterns 
are  symmetrical  with  respect  to  the  center  of  the  slab.  With  (12)  the  part 
of  the  susceptance  B^  in  (3a)  due  to  the  line  is  given  by 
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B,.  = B, 

2in  2 


w 


-G^  cot  [ kir-{ps'  4 -G^cot{ps'  +®^)  (28a) 


Since  the  susceptance  B'  in  (2)  is  equal  to  the  susreptance  B in  (3b), 
and  since  B^^^  in  (28a)  is  the  negative  of  B'  in  ( 2),  it  follows  that  when 
locatk.  1 for  extreme  shift, 


B 


2in 


= - B 


(28b)' 


However,  since  the  entire  circuit  is  adjusted  for  resonance,  the  susceptance 
B looking  into  the  slab  must  be  the  negative  of  the  susceptance  at  the  same 
points  but  looking  away  from  the  slab  back  into  the  line. 


^2in  " ® (28c) 

That  is,  the  susceptances  looking  into  the  line  in  both  directions  from  the 
edges  of  the  dielectric  slab  are  the  same.  This  is  possible  only  when  the 
current  and  voltage  distributions  are  symmetrical  with  respect  to  the  center 
of  the  slab.  In  particular,  the  extreme  value  defined  in  (27)  always 
occurs  when  the  largest  number  of  current  maxima  consistent  with  the 
electrical  thickness  npd  of  the  sample  are  contained  within  it.  When  n^d 
is  less  than  it,  this  means  a current  maximum  at  the  center  of  the  slab. 
(When  npd  is  between  it  and  2ir,  it  means  voltage  maximum  at  the  center 
with  two  symmetrically  placed  current  maxima  within  the  slab.)  Alter- 
natively, the  extreme  value  A^  defined  in  (28)  occurs  when  the  largest 
number  of  voltage  or  charge  maxima  are  contained  within  the  sample. 

For  npd  less  than  it,  this  means  a voltage  maximum  at  the  center  of  the 
slab.  The  question  as  to  which  of  the  two  extreme  values  A.  and  A is  a 
maximum  and  which  a minimum  depends  on  the  relative  magnitudes  of  and 

u . If  u - 1,  « > 1,  A is  the  maximum,  A.  the  minim\im.  If  « = 1,  u.  >*1, 
i-r  »"r  r V i r '^r 

A.  is  the  maximum,  A the  minimum.  If  c - u there  is  only  one  value  of 
1 V r '^r  ^ 

s' -8  for  all  positions  of  the  slab  so  that  A^  andA^  are  equal. 


Bquatiens  (27a)  and  (27b)  may  be  «olv»^d  for  r =V  c /u  and  n =V  u € . 
^ r-r  'rr 

The  product  of  (27a)  and  (27b)  is 


t /u  = r = [ cot  A.  tan  A + B R (tan  A-  - cot  A ) 
r*^r  c*-  1 V wc'  i ^ 


B^R^] 
w C-* 


(29a) 


The  ratio  of  (28)  to  (27)  is 
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V~^rT7  = n = ^ tan  ^ 


tanA.  - B R 
1 w c 


cot  At  + li  R 

1 w c 


1/2 


(29b) 


If  the  sample  includes  no  solid  retaining  walls,  =>  0 and  the  following 
simpler  expresaionB  are  obtained: 


A./ 


1/2 


V c /k.  = r = (cot  A.  tan  A ) 
r *^r  c 1 nr 


(30a) 


I**' r 


^ tan  ^ (tan  A-  tan  A^^) 


1/2 


{30b) 


It  follows  that 


• 2, 

V ^ h ^ V'5 


1/2 


-1 


1/2 


kbaiiA.  tan  A ! 
* l v' 


(31a) 


p = n/r  = 
r c 


_ ■ 

2tan  * (tan  A.  tan  A J 
^ 1 v' 

{)d(cot  A,  tan  A^) 


1/2 


(31b) 


If  the  twri  extreme  values  (s'-s).  and  (s*-s)  in  A.  and  A are 

determined  e:aq3«rimentally,  the  relative  dielectric  constant  and  the 

relative  permeability  of  the  sample  may  be  determined  from  (29a,b) 

or  from  (31a,b).  The  only  other  quantities  required  are  the  thickness 

d of  the  sample  and  the  wavelength  X.  in  ^ = 2s/ X.  for  the  line  in  air. 

Thus,  since  only  four  length  measurements  are  involved,  an  absolute 

method  for  the  determination  of  c and  a is  available. 

r *r 

If  a liquid  material  is  contained  between  solid  retaining  walls 
for  which  is  mat  zero,  may  be  determined  experimentally  using 

(27)  or  (28)  with  the  cell  empty.  In  this  case  r^  = n = 1.  so  that 

~ ^ve  ~ - cct  (32ai 

1 1 

where  A = -rB(s*-s)  and  A.  = t^^Ws'-s)  . for  the  cell  empty, 

ve  2^  ' mv  le  2^  mi  ^ " 

Alternatively,  the  susceptance  B^  of  the  wails  may  be  eliminated  by 
subtracting  the  equations  for  the  empty  cell  from  those  for  the  full 
cell.  For  (28),  for  example,  the  result  is 
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Experimental  Procedure 

In  order  to  measure  dielectric  constants  and  permeabilities  by 
the  extreme-shift  method,  a sample  of  the  material  of  thickness  d must 
be  moved  along  a transmission  line  that  has  a loosely  coupled  generator 
and  a loosely  coupled  detector  fixed  near  one  end,  and  a movable  reactive 
termination  (e.  g. , a piston)  = jBp  at  the  other  as  shown  in  Fig.  2 
vdth  Y.J.  - 0.  The  first  operation  is  to  locate  the  position  b'  (Fig.  2a) 
of  the  reactive  termination  at  which  the  circuit  without  dielectric 
is  tuned  to  resonance  as  indicated  by  a maximtim  deflection  of  the  detector. 


The  second  operation  is  to  move  the  slab  of  material  (or  the 
cell  containing  the  liquid)  from  the  point  b'  toward  the  detector  step 
by  step  thus  increasing  the  distance  s'  between  b'  and  the  left-hand 
surface  of  the  dielectric.  For  each  position  of  the  dielectric  the 
reactive  termination  is  moved  toward  the  dielectric  to  b where  the 
circuit  is  again  timed  to  resonance  as  indicated  by  a maximum  deflection 
of  the  detector.  The  distance  between  the  termination  at  the  resonant 
position  b and  the  right  side  of  the  dielectric  is  s.  As  s'  and  s are 
increased  step  by  step,  but  in  general  at  different  rates,  a "shift 
curve"  may  be  plotted  of  the  difference  s'-s  as  a function  of  the  loca- 
tion along  the  line  of  the  center  of  the  slab.  The  origin  of  the  linear 
scale  along  the  line  is  arbitrary.  Typical  "shift  curves"  for  water 
solutions  of  ethyl  alcohol  for  which  1 with  1 are  in  Fig.  3. 

As  s'  is  increased  by  moving  the  sample  toward  the  detector, 
a point  is  reached  where  the  reactive  termination  must  be  moved  away 
from  rather  than  toward  the  dielectric  in  order  to  tune  the  circuit  to 


resonance.  At  this  point  a further  increase  in  s'  results  in  a decrease 
in  (s'-s)  --  evidently  the'maximum  value  (s'-s)  has  been 

reached.  For  a certain  range  beyond  this  maximum  (s' -a)  decreases  as 


S'  IS  increaseu. 


rr%t / - I , 

A iAC:Al.  \o  **  o / 


2.  /o*-a\  ..  affain 

' ■ ‘'im'  ' 


starts  increasing  with  continually  increasing  . As  indicated  in  Fig.  3 
the  center  of  the  dielectric  slab  is  at  a voltage  minimum  when  (s'-s) 
is  a minimum.  If  the  reactive  termination  is  a perfect  short  circuit 
(e.  g. , a piston),  and  the  slab  is  electrically  thin,  the  center  of  the 
dielectric  is  X/2  from  b'  when  (s'-s)  is  a minimum. 


1 
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I 
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FIG  2 (a)  LOCATION  OF  PISTON  AT  b‘  FOR 

RESONANCE  WITH  NO  DIELECTRIC 

(b)  LOCATION  OF  PISTON  AT  b FOR 
RESONANCE  WITH  DIELECTRIC  AT 
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In  order  to  determine  the  dielectric  coualant  of  a material  with 
u 1,  it  is  sufficient  to  measure  the  maximum  value  (s'-s)  of  (s'-s); 
it  is  net  necessary  to  plot  a coriiplete  shift  curve  like  those  in  F’g.  3. 
Several  experimentally  determined  maximum  values  (without  the  rest  of 
the  associated  shift  curves)  also^re  shown  in  Fig.  3.  Note  also  that  they 
all  lie  on  the  straight  line  of  slope  2 as  required  by  (3.5b);  (in  Fig.  3 s'  in- 
creases from  left  to  right). 

With  (®'~®2^mv  P ~ 2w/>.  known  (or  measured), 

n = r^  = V may  be  evaluated  from  (28)  with  - 0 or  from  (34)  if 
there  are  solid  retaining  walls. 

The  Size  of  the  Sample 

The  mathematical  theory  assumes  that  the  sample  under  test 
consists  of  a flat  slab  of  thickness  d with  its  parallel  sides  perpendic- 
ular to  the  axes  of  the  conductors  and  completely  filling  the  space 
between  and  around  them.  For  use  in  a coaxial  or  shielded-pair  line 
it  consists  of  a disk  that  fits  into  the  outer  conductor  or  shield  and 
has  a hole  or  holes  for  the  inner  conductor  or  conductors.  For  use 
on  an  open- wire  line  the  dielectric  must  ideally  extend  to  infinity, 
although  a relatively  small  properly  shaped  sampl..  may  be  used  if  its 
relative  dielectric  constant  or  permeability  is  not  too  near  one  and 
a correction  is  made  for  the  fraction  of  the  field  outside  the  sample.* 

In  general,  measurements  are  most  convenient  with  a coaxial  line. 

In  order  to  determine  the  most  useful  value  for  the  thickness  d 
of  the  sample,  it  is  necessary  to  consider  both  the  magnitude  of  the 
dielectric  constant  and  permeability  and  the  frequency  at  which  it  is 
to  be  measured.  In  Fig.  4 theoretical  curves  are  shown  of  the  index 
of  refraction  n =V  as  a function  of  the  argument 
for  a range  of  values  of  }Sd  as  detennineu  liorri  the  fundamental 
equation  (28)  with  = 1 and  = 0. 


See.  R.  King,  Rev.  Sci . Instr  201  (June,  1937). 
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tan  = n tan  n^d  ; n =^TT^  ; k odd  in  (12)  (36) 

With  the  aid  of  these  curves  it  is  possible  to  estimate  the  thickness  d 
of  the  sample  required  to  produce  an  adequate  maximum  value  of  (s'-s) 
if  the  order  of  magnitude  of  the  unknov/n  dielectric  constant  is  known 
as  well  as  the  frequency. 

If  the  dielectric  constant  of  a liquid  is  to  be  measured,  a 
closed  movable  cell  is  reqviired.  Its  parallel  sides  may  be  of  Polyfoam 
or  very  thin  solid  dielectric;  its  inner  and  outer  circular  walls  should 
be  metal  sleeves  that  slide  over  the  inner  and  into  the  outer  conductor 
of  the  coaxial  line.  By  means  of  metal  tubes  of  the  same  sizes  .as  the 
sleeves,  the  entire  section  of  line  from  the  front  of  the  dielectric 
sample  to  the  reactive  termination  (piston)  at  b may  be  made  to  have 
constant  inner  and  outer  radii.  The  fact  that  these  differ  from  the 
values  between  the  detector  and  the  front  of  the  cell  ia  immaterial, 
since  only  the  distances  s',  s,  and  d occur  in  the  final  formula. 

The  determination  of  for  materials  with  c_  = 1 parallels  the 

determination  of  € for  materials  with  it  =1.  With  B =0  and  c =1 
r *^r  w r 

in  (27)  this  becomes 

1 

tan  =n  tan  npd  ; n =V  ; k even  in  (12)  (37) 

Since  this  is  the  same  as  (36)  except  for  a differently  defined  n and 
different  k in  (12),  the  curves  of  Fig.  4 may  be  used. 

Since  A^  = primarily  upon  and  A^  = -4p( s' - s) 

upon  jt^,  the  curves  of  Fig.  4 are  satisfactory  for  estimating  the  thick- 
ness d even  in  the  general  case  when  |t^  and  both  differ  from  unity. 

In  general,  (s'-s)^  is  the  maximum,  (s'-s)^^  the  minimum  shift  when  is 
oreater  than  u : (s'-s).  is  the  maximum  and  (s*-s)  the  minimum  when  u 
is  greater  than  c^.  As  and  approach  each  other,  the  maximum  and 
minimum  flatten  until  the  shift  curve  is  a straight  line  when 

Measurement  of  Small  Susceptances 


The  maximum  shift  method  is  a highly  sensitive  procedure  for 


FIG.3  SHIFT  CURVES;  a-  DISTILLED  WATER 
AT  22^4  C IN  CELL  WITH  cJ  = 2.08cm; 
o'- SAME  CELL  EMPTY;  c -DISTI LLED 
WATER  AT  2r.7C  IN  CELL  WITH 
d = 0.52 cm;  c’-SAME  CELL  EMPTY; 
LARGE  CIRCLES  ARE  MAXIMA  OF 
SHIFT  CURVES  FOR  WATER  SOLUTIONS 
OF  ethyl  ALCOHOL;  b IS  ONE  OF 
THESE  CURVES  COMPLETELY  PLOTTED. 
(X?  188.8  cm) 


FIG.  4 CURVES  OF  n AS  FUNCTION  OF 

~2  AS  DETERMINED  FROM 

EQUATION  (56)  WITH  /9  d AS 
PARAMETER 
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measuring  small  lumped  susceptances.  The  appropriate  formula  is  obtained 
directly  from  (28)  by  setting  d = 0 and  combining  the  two  lumped  suscep- 
tances into  the  single  lumped  susceptance  to  be  measured.  Thus  with 

B = 2B  (38) 

W 

and  d = 0,  (27b)  becomes 

B = tan  ^ (39) 

where  G = 1/R  is  the  characteristic  conductance  of  the  line.  For 
c c 

sufficiently  small  susceptances, 

(40) 

The  method  also  may  be  used  to  determine  the  reactive  properties  of 
loaded  sections  of  line  and  variable  capacitive  timers.* 

The  extreme -shift  method  permits  the  accurate  experimental  deter- 
mination of  dielectric  constants,  permeabilities,  and  lumped  susceptances 

from  measurements  of  length,  viz.  , (s'-s)  , (s*-s)  and  d.  The 

® ' 'max  ' 'min 

accuracy  is  enhanced  by  the  fact  that  in  measuring  the  dielectric  constant 
the  sample  is  located  at  a voltage  maximum  where  its  effect  is  greatest: 
similarly,  when  measuring  permeability,  the  sample  is  located  at  a 
current  maximum  where  its  effect  is  again  a maximum.  Incidentally, 
the  method  also  may  be  used  to  determine  tlie  reactive  properties  of 
loaded  sections  of  transmission  line  and  of  variable  capacitive  tuners.* 


Determination  of  Losses  in  Dielectric  and  Magnetic 
Materials  Using  the  Maximum-Shift  Method. 

In  the  preceding  discussion  a method  is  described  for  determining 
the  real  effective  dielectric  constant  and  the  real  permeabil- 
ity (1  = of  a sample  of  material  that  could  be  moved  along  a trans- 

mission line.  The  conditions  (18)  that  it  was  convet^ient  to  ixnpose 


*R.  King,  Phil.  Mag.  Ser.  7,  339  (Feb.  1938). 
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require  this  sample  (designated  as  region  1)  to  have  small  (but  not  necessarily 
zero)  attenuation  constant  and  distortion  factor  These  quantities  are 

defined  as  follov/s  for  a moderately  low-loss  line: 


A 

■"I 


(!l 

V, 


1 


«1 


•); 


2 


<<  1 


(41a) 


^ - -L  /_L 

^cl  ■ 2m, 


U 

—I 

1 


“cl 


« 1 


(41b) 


In  their  usual  application  involves  only  ohmic  losses  resulting  from 
imperfect  conductors  and  the  ohmic  losses  of  an  imperfect  dielectric. 
Howc V cx,  lus Sc B iii  tlic  line  ro""'  rcSult  iioni  time-lags  m the  polarizstion 
response  of  a dielectric  medium  with  a contribution  to  the  effective  con- 
ductivity and  hence  to  g^  or  from  time-lags  in  the  magnetization  response 
of  a magnetic  medium  with  a contribution  to  the  effective  resistance  r^. 
Time  lags  in  the  conduction  response  of  a medium  involve  contributions 
to  the  effective  dielectric  constant  as  well  as  to  the  effective  conductivity. 
All  these  possible  effects  are  included  in  the  following  general  formulas 
for  moderately  low-loss  lines 


r 


1 

r 


+ = - 


4h 


(T. 

^ = Jl! 

OJC  OH 


-f  <*3£  ” 


L 

m 

(42a) 

h 

e 

(42b) 

Note  that  if  the  conductors  are  perfect  so  that  the  ohmic  resistance 
r^  - 0,  and  the  losses  in  the  dielectric  medium  are  not  from  conduction 
(f  - =0,  but  exclusively  from  time  lags  in  polarization  and  magnetiza- 

J.1 / >4  *»U\  4.^  Sit.  ^ 

A t>W  kAAG  A A AA|^  O J AAA.  V A AV^AAAAD. 


= h 


m 


j-  = fj 

idC  C 


= h 


(43) 


It  is  assumed  in  the  following  that  the  imaginary  parts  of  the 
complex  permeability,  complex  dielectric  constant,  and  complex  conductivity 
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are  small  compared  with  the  real  parts  so  that  the  following  formulas 
are  good  approximations: 


t = h'  + jfi” 

= + jji"  ; 

H = V (p’'r  -Kh")"  = Ja' 

(44a) 

e_  = c • + jc  " 

= e + jc  " ; 

c = V(c')^  + (i")^  = «• 

(44b) 

£=:?•  + j(7‘' 

= ct4  j<r"  ; 

cr=  V(er')^  + = (T* 

(44c) 

It  follows  that 

^m  ^ 

= p"/u  ; h - ‘^®-= 

P 'P  * e - Wig  uc  - (T" 

(45) 

By  adding  subscripts  1 and  substituting  appropriate  quantities  in 
(41a,b),  the  attenuation  constant  and  distortion  factor  of  the  dielectric 
and  magnetic  medium- are 


jf"  SZ  ♦ '■m  ♦ ’’e 

*cl  • »cl«  * >«•» 

For  the  same  line  in  air  (vacuum),  the  corresponding  quantities  are 


a i L ^ 

^ - zn 


®1  2 

i^)  « 

Pi 


147) 


With  these  preliminary  definition 


wttsnticn  cs.ii  tc 


directed  to  the  evaluation  of  the  effective  terminal  function  p of  the 
section  of  line  to  the  right  of  B (Fig.  5)  including  the  dielectric  and 
magnetic  sample  and  the  reactive  section  of  length  s. 


The  admittance  looking  to  the  right  at  A in  Fig.  5 is 
defined  in  (3a).  The  admittance  looking  to  the  right  at  B is  Y as 
given  in  (3b).  Since  the  effect  of  solid  retaining  walls  (if  the  material 
unde:*  study  is  a liquid)  is  assvLmed  to  be  purely  reactive,  there  is 
no  contribution  to  the  dissipation,  and  it  is  adequate  to  treat  only  the 
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simpier  case  without  walls.  This  is  obtained  with  Y,^  = 0 in  (3a)  and  (3b). 
The  resulting  expressions  are 


¥^  = 02+  = Y^  coth(^s  + = ^[(ascsc^JJs  - jcotps)] 


(48) 


Y = G jB  = Y 


Y^cothjid 


1 


(49) 


The  characteristic  admittance  of  the  line  in  the  dielectric  or  magnetic 
medium  is  Y^^,  that  with  the  line  air  is  The  two  quantities  are 

given  by 

= a/£ 


« » 


Y , = a ,(l+j^  ,)  ; G , = V5--'=  qN  — 
—cl  cl  •'  cl'  • cl  J . c u 


t 

% -'VI 


(51) 


where  , and  ^ are  given  in  (46b)  and  (47)  and  c.  = c /t  and 
C X C C IT  c o 

u u/u  are  the  relative  values  of  the  real  effective  dielectric  constant 

• T * O 

and  the  real  permeability. 

When  the  dielectric  or  magnetic  sample  is  in  a position  of 
e.xtreme  shift,  the  susceptance  is  the  negative  of  B as  shown  in 
(28b).  That  is 


Bz  = -B 


•so  that  (49)  becomes 


JB2  = 


= Y. 


(G2+j^)coth^jd  4 J^l  I 
G,  + jB^  + Y^.,  cotK  j 


(52) 


(53) 


Let  the  admittances  be  normalized  by  dividing  by  the  characteristic 
admittance  of  the  air-filled  line.  As  in  (21)  let 


(54a) 


where 


r = 
c 


cl 


r cl  c m e r 


(54b) 
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With  (54a, b).  (53)  becomes 


g - 


Ig2+Jb2)  coth-^jCl  + 

“ 82  ■*‘^^2  ^ 


where 


(g-jb2)  = (G-jB2)/Y^  ; g2'^jb2  = 


The  real  and  imaginary  parts  may  be  separated  using  (54a)  and  (19). 

For  convenience  let 

^ir  ^^li  “ ^ cothy^d  = r^(ajdcsc^pjd  4 cot^^d)  - jr^cot^d 

*(57a) 

where  use  has  been  made  of  (19)  and  a higher-order  term  with  fadur 
a^d^^  has  been  neglected.  Also  let 


(57b) 


With  this  short -hand  notation  introduced  in  (55),  the  following  fundamental 
equations  are  obtained: 

hi  4 2b2Ci.  - C2,  - C:i,(g2-g)  +ggg  = 0 (58a) 


(g-g2)(VCli)-2b2Ci,  -C^i  =0 


(58b) 


The  conditions  (13)  imply  the  following  inequality 


Sr>>l^lr^8-g2)+gg2 
since  when  (59)  is  satisfieid,  and  with  (15)  and 


= - cot(ps  4 4 Jj.)  = - cot(—^  - A) 


"cot  A;  k eve 


I 

(-tan  A;  k odd 


(58a)  reduces  exactly  to  the  fundamental  equations  (14a',b)  for  the 
conditions  of  extreme  shift.  By  combining  (14a,b)  with  vod)  the  following 
alternative  expressions  are  obtained  for  b^.' 


L 
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TcCOt-jPid  ; k even 


-r^  ; k odd 


The  remaining  equation  (58b)  is  to  be  used  to  determine  g and  from 
it  p . Since  the  section  of  line  to  the  right  of  the  dielectric  slab  (Fig.  5) 
is  essentially  reactive,  it  may  be  assumed  that  g£  negligible  compared 
with  g.  Hence 


M li  *“ 


2b,C,  -fC,. 

2 Ir  2i 

I ' i M 

^2  ^ ^li 


With  (57a, b)  and  (61),  (62)  may  be  expressed  as  follows: 


g = 2r^  [a^dcsc^P^d  + cotp^d)  cot-^p^d  + sinp^d  (63a) 


k even 


g = 2r^[(a^dcsc‘pj^d  + cot  p^d)  tan-j  pj^d  - sinpj^d  (63b) 


k odd 


Use  has  been  made  of  the  identities 


* 1 

tan  X *:  CSC  X - cot  x 


* 1 ^ . 
cot  -y  X = CSC  X + cot  x 


The  terminal  attenuation  function  p of  a moderately  low-loss  line 
may  be  determined  from 

p = -j  tsuth  — — 2 ~ — ^ — 2 (65) 

1+b^+g  1+b 


The  substitution  of  (23a)  or  (23b)  in  (25)  together  with  the  appropriate 
formula  from  (2f))  leads  to 
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1^ 

*■ 

Tw 
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Pi 


2r  [ 
c 


aid 


sec^  d + ^^tan  — p^d] 

T 


+ tan^  -j  p j 


k even  (66a) 


a.d 


2r^[-^  aec^-jPjd  - ^^tan-jp^d] 

TT 


1 + r tan' 
c 


iPld 


; k odd  (66b) 


(The  subscripts  i and  v indicate  p respectively,  with  current  or  voltage 
maxim^^m  at  the  center  of  the  slab.  ) In  deriving  (26a,b)  use  has  been  made 
of  (24a)  to  express  all  arguments  as 


Since  with  k even  the  dielectric  sample  has  a current  maximum 
at  its  center  (p^d<  tt),  with  k odd  a voltage  maximum,  the  values  of 
p in  (46a)  and  (46b)  are  twice  the  values  obtained,  respectively,  by 
placing  a slab  of  dielectric  of  thickness  d/2  at  bn  ideal  short-circuited 
end  and  an  ideal  open  end. 


Since  the  circuit  is  always  adjusted  to  rescn-incc  in  determining  the 
extreme  shift,  it  is  convenient  to  determine  and  p^  using  the  resonance- 
curve  method.  Once  these  two  quantities  arc  known  and  may  be  evalu- 
ated from  (26a)  and  (26b)  and  from  these  h^^  and  h^  using  (46a, b)  v/ith  (54b). 
It  is  assumed  that  the  constants  of  the  line  in  air  are  known,  as  well  as 
and  6,  which  involve  t . and  a . 

rj  » r-j. 
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